2-1 Acceptation test Numonics digitizer A30BL tablet

Introduction

A new hardware device as a new digitizer tablet has to be validated before it can be implemented in routine paternity testing.

Protocol

The DNA.VIEW settings for this tablet will be performed according to the manual, after which the communication must be checked. Ten known X-ray films from routine RFLP testing will be imported in DNA.VIEW using the A30BL digitizer tablet. Two different readers perform these reads. The results will be compared with the results form earlier readings of the same X-ray films.

Criteria

Between the readings of the same gel the differences may not be greater then 0,8% (.

No differences between the readers greater then 0.8% ( may occur.

Results

In the results a distinction is made between the standards and the data bands. The results of the readings with the A30BL tablet compared with the known results of the same X-ray films no differences larger then 0,8% ( were observed. Between the two readers no mutual differences larger then 0,8% ( were seen

Conclusion

The results of the acceptation test answer the predefined criteria. Therefore the new digitizer tablet will be implemented in routine casework.

