3-1 Y2K compliance of DNA.VIEW and Pater

Introduction

According to the DNA.VIEW supplier, from the DNA.VIEW version 22 and Pater version 12 the DNA.VIEW program is Y2K convenient. However according to general guidelines from the European Council of Accreditation the Y2K compliance must be tested.

Protocol

The testing is performed in a stand-alone environment. Using the DNA.VIEW version 22.08 and the Pater version 12.02 and the latest data. The continuity of the running DNA>VIEW program must be tested during the changeover from 31-12-1999 23.59 hr to 01-01-2000 00.01 hr. The test computer must be set in a year 2000 environment. Twenty old (1999) cases will be retrieved and calculated. The results will be compared with the old calculations (1999). To update databases, frequencies have to be counted up to 9999-*****. In the feature quality controls membranes named with the four-digit year code must be recognized. The feature reread (rework of old material) will be tested by reread four old (1999) reads and compared with the old reads.

Criteria

During the conversion to the year 2000 and beyond, problems running the DNA.VIEW program or discrepancies with earlier results are not allowed.

Results

Running DNA.VIEW no problems occurred during the conversion to the year 2000. There were no differences between the results from twenty old (1999) cases in a 2000 environment and a 1999 environment.

Testing the populations, the database feature caused an error report. The error was not due to the 2000 environment.

It seems according to the supplier to be a known problem in the update DNA.VIEW version 22.09. the problem is fixed. The populations database feature was retested using the DNA.VIEW version 22.09. The frequencies can be updated to 9999-*****.

In the feature quality controls the membranes named with the four-digit year codes can be included.

Four membranes from 1999 were reread in the year 2000 environment. Comparing the results, no differences were seen.

To avoid creating two different versions from one number e.g. 98-12345 and 1998-12345 a dialogue box appears. This feature was tested twenty times and every time the warning appeared.

Conclusion

According to the results and the Y2K compliance of DNA.VIEW and Pater declaration of the supplier, the program seems to be millennium convenient for DNA.VIEW version 22.09 and Pater version 12.02.

